
CORRIGENDUM TO CALL FOR QUOTATION 
FOR A RESEARCH GRADE ROTATIONAL 

RHEOMETER 
 

Inquiry: # CHE/CF/1/2012 

 

In the above quotation, the required frequency range has been corrected to: 

Description Specification 
Frequency Min:1µrad/s;Max:500 rad/s 

 


